PD-0459: Time-resolved differential motion of tumor and lymph nodes measured during lung cancer radiotherapy  by Schmidt, M.L. et al.
3rd ESTRO Forum 2015                                                                                                                                         S225 
 
2University Hospital Tübingen, Department of Radiation 
Oncology, Tübingen, Germany  
3University Hospital Tübingen, Department of Diagnostic and 
Interventional Radiology, Tübingen, Germany  
 
Purpose/Objective: Hypoxia PET imaging may help to 
identify patients with radioresistant tumors. Previous studies 
identified the maximum tumor to background ratio (TBRm) in 
FMISO PET images as a potential prognostic parameter for 
local control. This study investigates the robustness of using a 
predefined TBRm threshold value to identify hypoxic tumors 
in multicenter clinical studies. Specifically, the effects of 
systematic deviations in the evaluation of TBRm between 
centers are analyzed. These are crucial due to the low 
contrast of hypoxia PET images. 
Materials and Methods: FMISO PET images were acquired 
four hours post injection for 20 patients with advanced head 
and neck carcinomas in a phase II FMISO dose escalation 
study. Median follow-up after definitive chemo-radiotherapy 
was 21 months (9-52 months). In a previous study based on 
this dataset the optimum threshold value for prognosis of 
local control was TBRm=1.9. Local control was significantly 
different between the two groups (p=0.005). 
The effect of systematic deviations in FMISO PET 
quantification between study centers are estimated by 
applying offsets of +/-10% and +/-20% to the evaluated TBRm 
values. Offsets of this magnitude may for example occur from 
different image reconstruction methods or due to variations 
in the definition of the background activity. The resulting 
Kaplan-Meier curves for these scenarios are compared by 
means of log-rank p-values. The TBRm threshold value for 
hypoxia is fixed at the previously defined value of 1.9. 
Results:An increase of TBRm by 10% and 20% in all patient 
datasets results in decreased significance levels of p=0.046 
and p=0.271, respectively. The initial value for undisturbed 
TBRm values was p=0.005. This situation may occur in study 
centers that systematically measure larger TBRm values 
compared to the conditions under which the reference 
threshold value was obtained. A decrease of TBRm by -10% 
and -20% results in a decrease to p=0.037 and p=0.310, 
respectively. This corresponds to a TBRm that is 
systematically smaller than under reference imaging 
conditions. 
Conclusions: The results indicate that for low contrast 
hypoxia PET imaging the stratification of patients into 
hypoxic/normoxic subgroups is very sensitive with respect to 
imaging parameters and image evaluation methods, such as 
the reconstruction method and the definition of background 
activity. This is particularly important in multicenter studies 
using, e.g., different PET scanners, imaging procedures and 
analysis tools. A careful standardization and harmonization 
between centers seems necessary to avoid severe losses in 
stratification accuracy.  
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Purpose/Objective: The relative motion of tumor and lymph 
node (LN) targets during treatment is unknown, but 
challenges the accuracy of lung cancer radiotherapy. The 
purpose of this study was to investigate the differential time-
resolved three-dimensional (3D) internal motion of lung 
tumors and LNs throughout the treatment course for lung 
cancer patients. This was done by analyzing the motion of 
implanted Visicoil markers in the projection images of daily 
setup CBCT scans and in intra-treatment kV images. 
Materials and Methods: Four patients with Visicoil markers 
implanted by EBUS bronchoscope in tumor and LN targets 
received radiotherapy for lung cancer delivered by IMRT in 
30-33 fractions.  
Before each fraction, a setup CBCT scan with ~675 
projections was acquired during a full gantry rotation. The 
Visicoil positions were segmented offline in each projection 
image using a semi-automatic template-based algorithm. 
From the segmented Visicoil positions the 3D Visicoil 
trajectories were estimated by a probability-based method. 
The 3D Visicoil motion during the entire treatment delivery 
was determined similarly at every third fraction from 5 Hz 
fluoroscopic kV images acquired perpendicular to the 
treatment beam. The CBCT scans were used for daily online 
soft tissue match on the primary tumor.  
One of the four patients was selected for presentation in this 
abstract. This patient had four Visicoil markers implanted; 
one in the primary tumor (right hilum) and three in the 
mediastinal LN targets (LN stations 4R, 7 and 11R).  
Results: The motion of all four Visicoils during the setup 
CBCT scan is shown in Figure 1 for the first 24 fractions (only 
cranial-caudal (CC) motion presented). The LN motion is 
shown relative to the mean position of the tumor in each 
fraction, i.e. the shifts from fraction to fraction represent 
interfraction shifts relative to the tumor. The table presents 
the span of these interfraction shifts of the LNs relative to 
the tumor position (part a), and the intrafraction motion 
amplitudes in the left-right (LR), CC, and anterior-posterior 
(AP) directions for all four targets (part b). The tumor had 
substantially larger CC motion than the LNs. Frequency 
analysis showed that the tumor only had respiratory induced 
motion, with no cardiac component, whereas the LNs had a 
considerable cardiac induced motion. In particular, the LN 4R 
mainly moved in the AP and LR directions due to dominant 
cardiac motion (Table 1b). Shifts exceeding 5mm were 
observed for some fractions for the mean LN position relative 
to the mean tumor position along both LR, CC, and AP 
direction (see Figure 1). 
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Conclusions: Highly detailed time-resolved internal 3D 
motion was determined throughout lung IMRT using standard 
imaging equipment and presented for one out of four 
recruited patients. While the tumor motion was governed by 
respiration, the LNs had substantial cardiac induced motion. 
More patients will soon be included in the study.  
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Purpose/Objective: Short arc digital tomosnythesis (DTS) is a 
technique for reconstructing volumetric images in planes 
parallel to the detector plane using limited numbers of kV 
projections. It provides better contrast compared to 
traditional X-ray images as DTS reduces over-projections from 
other planes. DTS may provide fast positional monitoring for 
mobile stereotactic lung targets. We evaluated the potential 
of DTS for motion monitoring in a moving lung phantom by 
comparing DTS images generated from CBCT fluoroscopic 
images, with reference CT images.  
Materials and Methods: A heterogeneous lung phantom 
(Quasar) with mobile lung insert containing a polystyrene 
sphere was used. Aluminum strips were paced around the 
phantom to simulate ribs. CBCT scans of the phantom with 
sinusoidal motions (5 to 20 mm in longitudinal direction, 
period of 3 to 5 s) and 3 clinical irregular motion patterns 
were acquired on a TrueBeam linac. To simulate lateral and 
vertical motion, the phantom was rotated 7° and tilted 3° 
and CBCTs with sinusoidal motions (10 and 20 mm, period of 
3 and 5 s) and 2 clinical irregular motion patterns were 
acquired. DTS images were generated using research 
software (Varian Medical Systems) and 2D-registered to DTS 
images from reference CT-datasets acquired in the same 
position. DTS images were created using 3° arc segments for 
every 3° of arc rotation. Since shorter DTS angles reduce the 
plane-plane resolution, the third dimension (combination of 
vertical and lateral directions) was obtained by triangulating 
the registration data with data obtained >3° earlier. All 
registered data were compared to motion profiles of the lung 
insert. 
Results: For sinusoidal motion, the combination of motion 
amplitudes and frequencies resulted in average target speed 
2 to 13.3 mm/s. For longitudinal sinusoidal motion, the 
average absolute registration error was 0.4 ± 0.2 mm and 
correlated to the target speed (P=0.008, Pearson’s 
correlation). For target speed <10 mm/s, errors were <0.5 
mm with SD ≤ 0.4 mm. The analyses of random motion 
patterns showed the same trend. The 3 random motion 
patterns (average speed of 8.1, 5.7 and 3.3 mm/s) showed 
absolute matching errors of 1.0 ± 1.3mm, 0.6 ± 0.5mm and 
0.3 ± 0.4mm, respectively. For 3D sinusoidal motions with the 
tilted phantom (10/20 mm and 3/5 seconds), average 
absolute errors were 0.2 ± 0.2mm, 0.5 ± 0.5mm, 0.2 ± 
0.1mm, for vertical, longitudinal, lateral directions 
respectively. Figure 1 shows 3D motion detected by DTS 
combined with triangulation and the reference random 
motion profile. Absolute errors for x-, y- and z-axes were 0.4 
± 0.3mm, 0.7 ± 0.5mm and 0.6 ± 0.5mm respectively. 
 
Conclusions: Using short arc DTS plus triangulation, tumor 
location in a phantom can be verified every second, even for 
irregular motion. DTS in combination with triangulation 
merits further evaluation as a fast online solution for tracking 
mobile lung tumors.  
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Purpose/Objective: The bladder is an appealing target for 
adaptive radiotherapy (ART) strategies due to large inter-
fractional motion and deformations, but it may also display 
considerable intra-fractional changes. The aim of this study 
was initially to calculate population-based margins for intra-
fractional bladder changes using a comprehensive data set of 
repeat volumetric magnetic resonance imaging (MRI), and 
secondly to explore the possibilities of deriving patient-
specific intra-fractional margins, relevant in particular within 
the setting of online ART for bladder cancer. 
Materials and Methods: Nine patients treated in a phase II 
clinical plan selection ART trial for bladder cancer were 
included. The patients underwent pre-treatment and weekly 
repeat MRI series (mDixon sequence; voxel size: 0.9×0.9×1.5 
mm; scan time: 40 s), where in each series a volumetric scan 
